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wound closure

BY SUZANNE MALLI, RN, BSN

AFTER BEING SERIOUSLY injured
in afall, a patient had his leg ampu-
tated. During his recovery, he was
prescribed anticoagulants to prevent
venous thromboembolism. Two
weeks after the amputation, he be-
gan treatment with negative-pressure
wound therapy (NPWT) to promote
healing. During a dressing change
while undergoing NPWT, he experi-
enced serious bleeding from severa
areasin the wound. He later died,
reportedly from severe hemorrhage
and possible acute myocardia in-
farction. Further follow-up revealed
that complicationsassociated with
bleeding initially started at surgery,
before the NPWT was used.

What went wrong?

A noninvasive mechanical wound
care therapy, NPWT assistsin wound
healing by applying controlled local-
ized negativepressure to awound's
surface and margins. As specified in
the device labeling, NPWT is applied
to aspecial foam dressing packed in
the wound cavity or over aflap or
graft. VVacuum pressure helps remove
fluids and infectious material from the
wound, which encourages healing.

If apatient isundergoing NPWT,
closely monitor him for signsand
symptoms of overt and occult bleed-
ing if he meetsany of thesecriteria:
¢ He's actively bleeding.
¢ Heés receiving anticoagulant therapy.
¢ He has weakened, irradiated, or
sutured blood vessdls or organsin
sroximity to the wound.

The patient in thiscasewas espe-
;ially vulnerableto hemorrhageduring
NPWT because hewasactively bleed-
ng from thesurgical steand hewas
andergoing anticoagulant therapy.

Keep a close eye on vacuum-assisted

What precautions can you take?

If NPWT is prescribed for your pa-
tient, take these steps to protect
him from bleeding.

e Assess him for preexisting bleed-
ing disorders or use of anticoagu-
lants or other medications or herbs
that prolong bleeding times, such
as nonsteroidal anti-inflammatory
drugs, aspirin, or gingko biloba.

e Carefully observe him for un-
usual or excessive bleeding after
surgery.

e Make sure you know the con-
traindications and precautions for
NPWT, including difficult wound
hemostasis.

e Use protective barriers (such as
gauze impregnated with petrola-
tum) to protect weakened, irradi-
ated, or sutured blood vessels or
organs that are close to areas being
treated with NPWT.

¢ Know and follow your facility's
policy and procedure for using
NPWT.

¢ Review and follow the device
manufacturer's instructions for use,
including the appropriate negative-
pressure setting recommended for
the type o wound.

e Monitor patient for complications
while deviceisin use.<»
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Although you need to support the adverse event=
reportingpolicy of your health care facility, you may vol-
untarily report a medical device that doesn't perform as
intended by calling MedWatch at 1-800-FDA-1088 (fax:
1-800-FDA-0178). The opinionsand statements in this
report are those of the author and may not reflect the
views of the Department of Health and Human Services.
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